Posterior epistaxis and the undeflatable Foley's urinary catheter balloon.
A rare complication relating to the use of a Foley catheter in the control of posterior epistaxis is described. The balloon failed to deflate after the catheter had been in place for 32 hours and per-oral removal was required.